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1. Introduction
Intracranial aneurysms and intracranial carotid-cav-
ernous fistulae (CCF) are vascular malformations that 
occur in the intracranial compartment. An aneurysm is 
an abnormal dilation of a portion of an artery due to a 
weakening in the vessel wall either congenitally or by 
disease. The two main types of aneurysms that occur are 
saccular (berry) and fusiform aneurysms. Saccular aneu-
rysms have a neck and involve part of the circumference 
of the wall whereas fusiform aneurysms do not have a 
neck and encompass the entire wall. Intracranial aneu-
rysms can rupture and hemorrhage into the brain caus-
ing stroke with severe disability or death. An intracra-
nial CCF is an abnormal direct connection between the 
intracranial carotid artery and the adjacent intracranial 
cavernous sinus (vein). In this situation, the high-pres-
sure arterial blood is shunted directly into the low-pres-
sure venous system without transversing the lengthy 
capillary bed. A CCF can cause venous hypertension, 
which can lead to a massive swollen and injected eye 
(proptosis and chemosis), glaucoma, blindness, defor-
mity and reduced blood perfusion to the brain.
Treatment of intracranial aneurysms has tradition-
ally been accomplished by open craniotomy and an-
eurysm clipping. These surgical procedures are inva-
sive and involve a high risk (Giannotta and Litofsky, 
1995; Johnston et al., 2001). Many non-invasive endo-
vascular procedures have been developed to treat le-
sions such as intracranial aneurysms, intracranial CCF, 
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Abstract
Currently available neuroendovascular devices are inadequate for effective treatment of many wide-necked or 
fusiform intracranial aneurysms and intracranial carotid-cavernous fistulae (CCF). Placing a covered microstent 
across the intracranial aneurysm neck and CCF rent could restore normal vessel morphology by preventing 
blood flow into the aneurysm lumen or CCF rent. To fabricate covered microstents, our research group has de-
veloped highly flexible ultra thin (~150 μm) silicone coverings and elastomerically captured them onto com-
mercially available metal stents without stitching. Preliminary in vivo studies were conducted by placing these 
covered microstents in the common carotid artery of rabbits. The feasibility of using covered stents was demon-
strated. However, the cover affected the deployment pressure and the stents failed occasionally during deploy-
ment due to tearing of the cover. Appropriate modeling of covered stents will assist in designing suitable cov-
erings, and help to reduce the failure rate of covered microstents. The purpose of this study is to use the finite 
element method to determine the mechanical properties of the covered microstent and investigate the effects of 
the covering on the mechanical behavior of the covered microstent. Variations in the mechanical properties of 
the covered microstent such as deployment pressure, elastic recoil and longitudinal shortening due to change 
in thickness and material properties of the cover have been investigated. This work is also important for custom 
design of covered microstents such as adding cutout holes to save adjacent perforating arteries.
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and other pathological diseases that require redirection 
or restriction of blood flow in the brain. Endovascular 
balloons have been used for occlusion of CCF and par-
ent arteries for treatment of aneurysms (Laitinen and 
Servo, 1978; Debrun, 1979). The use of thrombogenic 
coils for intracranial aneurysms was first performed in 
1989, although coils were previously used for carotid ar-
tery occlusion (Braun et al., 1985). Detachable coils are 
currently used for some saccular aneurysms with nar-
row necks, as the coils are placed within the aneurysm 
lumen, while maintaining patency of the parent artery. 
Many wide-necked or fusiform aneurysms cannot be 
treated with coils because the coils cannot be contained 
in the aneurysmal sac (Ewald et al., 2000). Bare stents to 
assist in coiling some wide-necked aneurysms was first 
described in 1998 (Mericle et al., 1998). However, bare 
stents will never be useful for treatment of some com-
plex wide-necked aneurysms, fusiform aneurysms, or 
CCF, because the blood flow is free to pass between the 
stent struts and into the aneurysm lumen or fistula rent.
Covered microstents could be used to treat intracra-
nial aneurysms and CCF’s, because the covering would 
prevent blood flow into the lesion. A covered stent could 
be placed in the parent artery to bridge the abnormality 
to occlude blood flow into the aneurysm lumen or CCF 
rents. The use of covered stents in the proximal carotid 
and vertebral arteries has been reported (Geremia et al., 
1997; Schellhammer et al., 1999; Fontaine et al., 2001; 
Najibi et al., 2002; Marty et al., 2002). For the intracranial 
application, the covered stent has to be miniaturized to 
fit the smaller, more complex arteries in the brain. The 
covered microstent should also be highly flexible and 
maneuverable for smooth navigation because of the in-
creased tortuosity in the intracranial arteries. This re-
quires that the covering material should be thin, flexible 
and should not move relative to the stent during or after 
placement. In our research group, a new kind of seam-
less covered microstent was developed. In order to most 
effectively design appropriate covered microstents, the 
mechanical properties of both stent and covering must 
be investigated. Clinical application of covered micro-
stents would be dramatically improved if we under-
stood and could predict how the mechanical properties 
of the covered stent would behave during deployment. 
The proper numerical analysis could help in designing 
covered stents and provide design-driven selection of 
suitable materials.
In this work, an ultra thin silicone covering of ap-
propriate size was mounted onto a small Palmaz-Schatz 
stent before deployment. The effects of the covering on 
the primary mechanical performance of the stent (de-
ployment pressure, elastic recoil and longitudinal short-
ening) was investigated by using finite element (FE) 
method. The results were compared to the mechanical 
properties of the microstent without covering. This is 
necessary to determine optimal deployment pressures, 
elastic recoil and longitudinal shortening for each de-
sired diameter of artery where the covered stent would 
be placed in an intracranial artery.
FE analysis has been used to study mechanical prop-
erties of metallic stents, such as deployment pressure, 
elastic recoil and flexibility. Several studies have ad-
dressed the effects of stent geometries, the interac-
tion between the stent and catheter balloon, or interac-
tions between the stent and arterial wall. Auricchio et al. 
(2000) studied the biomechanical interaction between a 
balloon-expandable stent and a stenotic artery. Etave et 
al. (2001) determined the exact mechanical characteris-
tics of two different types of stents: tubular stents and 
coil stents. Migliavacca et al. (2002) investigated the ef-
fects of different geometrical parameters of a typical di-
amond-shaped coronary stent on the mechanical perfor-
mance, and gave some suggestions for optimizing stent 
shape and performance. Rogers et al. (1997) studied a 
2D balloon–artery interaction. However, no numerical 
analysis of covered stents has been published. This work 
uses FE method to predict the mechanical properties of 
covered microstents, which is a critical step towards us-
ing these covered microstents to treat many difficult an-
eurysms and CCF.
2. Preliminary animal studies
The effect of covered stent placement was initially 
evaluated by histological analysis of the normal com-
mon carotid artery (CCA) in the New Zealand White 
(NZW) rabbit model. In a typical procedure, a vascu-
lar sheath was placed in the femoral artery of a NZW 
rabbit. Using endovascular techniques, a silicone-cov-
ered balloon-expandable stent device was navigated 
through the vasculature towards the CCA. The device 
was deployed within the vessel and angiography was 
performed to confirm patency. Following the device 
placement, the animal was monitored for six weeks. An-
giography of the stented vessel was then performed to 
reveal angiographic patency. The animals were then eu-
thanized and the vessels harvested for histological ex-
amination. Under this preliminary investigation, six an-
imals were selected. In three cases, the covering ripped 
during stent deployment (at approximately 4 atm pres-
sure) and stenosis occurred in one case. For the other 
cases, the placement of these covered microstents in the 
rabbit CCA resulted in minimal neointimal prolifera-
tion, which demonstrated the feasibility of using cov-
ered stents. Moreover, the covered stent device was eas-
ily navigated through the vasculature system, which 
demonstrates flexibility and maneuverability of this 
covered microstent.
In our animal study, we used approximately 150 μm 
thick Silastic® T2 silicone tubing elastomerically cap-
tured on balloon expandable metal stent. Although the 
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stent is well optimized for clinical applications, there 
will be variations in the mechanical properties such as 
deployment pressure, elastic recoil etc. when it is cov-
ered with elastomeric covering. In general, irrespective 
of the type of metal stent, the alteration in mechanical 
properties of covered stent could be directly correlated 
to the mechanical properties of coverings. For intracra-
nial applications, it is preferred to select ultra-thin cov-
ering in such a way that the covering will have minimal 
impact on the flexibility and maneuverability of the bal-
loon-expandable stent system. However, to select ap-
propriate thickness and material, it is not practical to 
perform repeated and expensive mechanical testing of 
covered stents with coverings of various elastomeric 
materials and thickness. Therefore, it is necessary to per-
form FE analysis to assist in designing stent coverings 
and selecting materials for the cover.
3. Analysis and modeling
An intracranial artery segment of 2.9 mm lumen di-
ameter with a 4 mm long fusiform aneurysm is plot-
ted (Figure 1). A covered microstent is placed as shown, 
across the aneurysm neck, and inflated by the balloon to 
3 mm diameter to treat this lesion.
3.1. Geometry and material properties
A balloon-expandable Palmaz-Schatz microstent 
PS154 (Johnson & Johnson, Warren, NJ, USA) was mod-
eled in this study. It is a hollow tube with laser cut slots 
(Figure 2). The modeled stent has an outer diameter of 
1.47 mm, a length of 8.06 mm and a thickness of 0.1 mm. 
There are 2 slots in the longitudinal direction and 12 
slots circumferentially. The dimension of each slot is 
3.62 mm × 0.22 mm. The distal strut length is 0.3 mm, 
the inner strut length is 0.22 mm, and the metal strut 
width is 0.14 mm.
Plastic properties of the material such as yield stress 
and hardening depend upon previous work hardening 
or history of deformation. In the absence of detailed ma-
terial information from the manufacturer, the material 
properties of the stent were adopted from published lit-
erature (Auricchio et al., 2000; Migliavacca et al., 2002). 
The microstent was assumed to be made of 316LN stain-
less steel. The material properties that were used for the 
analysis are: Young’s modulus E = 196 GPa; Poisson ra-
tio ν = 0.3; Yield stress σY = 205 MPa; ultimate stress σM 
= 515 MPa and the corresponding ultimate strain εM = 
60%. The plastic behavior of the microstent was mod-
eled assuming linear isotropic hardening between yield 
stress and ultimate stress.
Our model considered an ultra thin elastomeric tubu-
lar covering captured on the metal PS154 stent. In order 
to address the frequent covering migrations described in 
the literature (Schellhammer et al., 1999), we left 0.1 mm 
of the stent uncovered at each end of the 8.06 mm long 
microstent. After deployment, the uncovered stent ends 
will have a subtle trumpet-like flare. The uncovered 
portion of the stent provides a better grip on the arterial 
wall to prevent covered microstent migration.
Silicone covering were made from Silastic® T2 base 
and Silastic T2 curing agent (Dow Corning®, Midland, 
MI). The material properties such as elastic modulus 
and rupture stress/strain of the silicone covering were 
measured using an Instron model 4301 testing instru-
ment. Complete stress versus strain profiles for the ten 
samples was thus obtained (Figure 3). The average mod-
ulus was 2.47 (±0.14) MPa, and the strain at rupture was 
259 (±19.12)%. In our FE modeling, we assumed that the 
cover has linear elastic behavior with Young’s modulus 
of 2.47 MPa and Poisson’s ratio of 0.3.
3.2. Simulation
FE analysis is widely used as a tool to provide cost-ef-
fective information on product design and test as part of 
Figure 1. Schematic diagram of an intracranial artery segment 
with a fusiform aneurysm.
Figure 2. Photographs of Palmaz-Schatz balloon expandable 
microstent in its constricted form.
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the product development process. Considering the non-
linear large plastic deformation of the metallic stent and 
the tight contact between the stent and the covering, we 
used commercial FE software: ABAQUS 6.3 (2002), from 
Hibbitt, Karlsson & Sorensen, Inc., Rhode Island, USA.
The 3D geometry of the microstent and covering 
were developed using commercial software I-DEAS 9 
(EDS, Texas, USA) that has the capability to create com-
plex solid and surface models, as well as mesh. The 
whole stent was meshed with 4-node general shell ele-
ments S4R (Figure 4a). Due to the circular symmetry of 
the geometry it is possible to model just 1/12th of the 
stent instead of modeling the entire stent. Even though 
identical results were obtained by modeling 1/12th of 
the stent, we have shown only results and figures ob-
tained using models of the complete stent since they are 
easier to understand and interpret for non-engineers. 
Note that the stent thickness to radius ratio is approxi-
mately 1/7, therefore we have used a thick shell element 
that accounts for transverse shear stresses and strains. 
If 8-node hexahedral (3D) elements were used, it would 
be necessary to use a large number of elements through 
the thickness of the stent to accurately capture the stress 
variation through the thickness. The complete geometry 
of the stent was discretized into 2730 elements with av-
erage length of 0.0796 mm and 3936 nodes. The covering 
was discretized into 6272 elements and 6336 nodes with 
the element length of 0.08 mm.
Careful observation of the in vivo stenting experi-
ments in our lab showed that the balloon is almost uni-
formly inflated except at two ends, and the stent is ex-
panded by the uniformly inflated part of the balloon. 
The free ends of the stent are easier to expand than the 
central part. Thus, the ends of the stent expand faster 
at the beginning of the expansion. The central portion 
of the stent continues to be expanded by the balloon 
until the stent is almost evenly expanded (Figure 4b). 
The balloon transmits the internal pressure uniformly 
to the stent during the expansion. Therefore, a uniform 
 
 
 
 
 
 
 
 
 
pressure was applied in our model on the internal sur-
face of the covered microstent. During loading, pres-
sure was increased until the final diameter of the stent 
reached the value of 3 mm and then the pressure was 
unloaded to study recoil. All rotational degrees of free-
dom were fixed for the nodes at both ends of the stent. 
A non-sliding contact between the covering and the mic-
rostent was prescribed. The initial stress in the stent and 
covering were neglected. The different thickness of 0.08, 
0.1, 0.12 and 0.15 mm for the covering were tested under 
radial pressure load.
4. Results
The primary objective of this work is to compare the 
mechanical properties of the covered microstent with 
stents that do not have coverings (or bare stent). Stents 
were expanded by uniform internal pressure that was 
applied in small increments. Large structural deforma-
tion and material non-linearities can pose difficulties 
due to non-convergence after certain amount of defor-
mation. ABAQUS provides automatic mechanisms for 
stabilizing this kind of problems through the automatic 
addition of volume-proportional damping to the model. 
Even so the maximum deformation that can be simu-
lated using FE analysis is restricted due to non-conver-
gence if the mesh is severely distorted.
A simple in vitro experiment was performed to study 
the expansion of the stent. A bare balloon-expandable 
Figure 3. Nominal stress versus strain curve for Silastic® T2 
silicone (10 samples).
Figure 4. Free expanded microstent at 3-mm-diameter with a 
diamond shape slot (a) FE element results, (b) in vitro exper-
iment photo.
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Palmaz-Schatz stent was expanded by increasing the 
pressure in very small steps and the diameter of the 
stent was recorded at each pressure. Figure 4(b) shows 
the expanded stent at the end of the experiment. During 
the expansion the slots in the stent expand to a diamond 
shape allowing the stent to expand significantly. After 
the stent starts deforming plastically the rate of pres-
sure increase needed to continue expanding the stent 
was very low indicating that the stent material does not 
work harden significantly.
A FE model of the stent was created and expanded 
using uniform pressure. The expanded stent has a dia-
mond-shaped slot after expanding from the initial outer 
diameter of 1.47–3 mm. In he final expanded state, the 
diameter at the ends of the stent is slightly larger than 
at the center. Figure 4(a) shows the expanded stent ob-
tained by the finite element analysis. The shape of the 
expanded stent predicted by the analysis matches the 
experimentally observed shape (Figure 4). Furthermore, 
from FE analysis results, we can see that there are stress 
concentrations at the joints, as expected.
The deformation of the covered stent was also ob-
tained under the uniform internal pressure (Figure 5). It 
is clear that the covering expands together with the stent 
in the areas where they are in contact, indicating that 
the contact model worked as expected. The uncovered 
regions at the ends of the stent expanded more than the 
covered part. This prevents any movement of the cov-
ering with respect to the stent after deployment. This 
agrees with the observations during lab tests described 
in Section 2.
The diameter of the bare stent (at the mid point) 
computed by the FE analysis was plotted as a function 
of the applied pressure (Figure 6). This plot shows that 
the pressure jumped dramatically from 0 to 2.6 atm 
mostly during the elastic deformation when the diam-
eter increased by 0.1 mm for the bare stent. The ratio of 
pressure change to diameter change is 26.2 atm/mm. 
Then the curve becomes almost flat during the plas-
tic deformation. The stent experiences large plastic de-
formation from 1.57 to 3 mm in diameter. The pressure 
increased by a relatively small amount (just 1.18 atm) 
during this expansion of the stent and the ratio of pres-
sure increase to diameter increase is only 0.82 atm/
mm. The pressure does not increase much during this 
plastic deformation because of the low rate of harden-
ing. This matches with experimental observations that 
the pressure does not increase much after the stent 
starts deforming plastically. After being unloaded, the 
stent recoils back along a line parallel to the elastic por-
tion of the loading curve.
For the covered microstent, the deployment pressure 
versus deformation plot (Figure 7a) has the same trend 
as the plot for the bare stent. The pressure jumps during 
the first 0.1 mm deformation. Beyond 0.1 mm deforma-
tion (D = 1.57 mm), the pressure does not increase sig-
nificantly. For comparison, the figure includes the pres-
sure versus deformation plot for the bare stent and a 
0.1 mm covering when it is expanded without mount-
ing on a stent. One of the curves corresponds to a cov-
ering of 0.1-mm-thickness with a lower Young’s Modu-
lus, E_cover = 1.8 MPa. This curve illustrates the effect 
of changing the material of the cover to a softer material. 
It is clear that a thinner and softer covering is preferred 
in the design of the covered microstent because the de-
ployment pressure decreases.
When a 0.1-mm-thick covering was used, the re-
quired pressure increased by approximately 30% com-
pared to the bare stent at a deformed diameter of 
1.57 mm. Note that the required pressure to expand cov-
ered stent is not equal to the sum of the pressure for bare 
stent and the covering. This is due to the non-sliding 
contact between the microstent and the covering. Dif-
ferent covering thicknesses (0.08, 0.1, 0.12 and 0.15 mm) 
were tested. The deployment pressure required ver-
sus the thickness of the covering was plotted using the 
FE simulation results (Figure 7b). The two curves cor-
respond to the deployment pressure required to ex-
pand the covered stent to a final diameter of 1.54 and 
1.57 mm, respectively. The results in the figure predict 
Figure 6. Deployment pressure as a function of the central 
outer diameter of bare stent.Figure 5. Deformation of covered microstent.
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that the required deployment pressure increases almost 
linearly with the thickness of the covering.
Other factors to be considered in the design of cov-
ered microstents include longitudinal shortening and 
elastic recoil. Longitudinal shortening is the relative dif-
ference between the initial length of the stent L0 and the 
expanded length Lload. Elastic recoil is defined as the dif-
ference between the diameter at expanded state Dload 
and stent diameter after withdrawing the deployment 
pressure Dunload. The longitudinal shortening remained 
almost unchanged with different covering thicknesses 
(Figure 8a). But there is a large difference between the 
covered microstents and bare stent. This is because the 
covering alone has a much larger longitudinal short-
ening than the bare stent due to the large difference in 
elastic modulus. Using Hooke’s law the strain in the lon-
gitudinal direction can be expressed as εzz = (1/E)(σzz – 
νσxx – νσyy), where z direction is assumed to the longitu-
dinal direction and σxx, σyy, σzz are the stress components 
in the x, y, and z directions, respectively. Clearly, the 
strain would be much larger for a material with smaller 
Young’s modulus, E even when the Poisson’s ratio, ν, 
is the same. Therefore, when the covering is captured 
onto the stent, it causes a larger longitudinal shorten-
ing for the covered stent. The large difference in lon-
gitudinal shortening between the cover and stent may 
cause slippage between the two for some covering ma-
terials if the sliding friction is low. In our experiments, 
the covered stents were made by elastomerically captur-
ing a thin Silicone cover (a tubular polymer sheath) onto 
the metal stent. In the in vivo experiments, no slippage 
of the cover was observed during the expansion of the 
stent. Therefore, it was assumed in the FE model that 
there is no relative slip between the cover and the stent. 
The elastic recoil determines the final diameter of the 
covered stent after the balloon withdraws. We can see 
that the elastic recoil increases almost linearly with cov-
ering thickness (Figure 8b).
5. Discussions
The results above show that the contact between the 
stent and the covering influences the mechanical behav-
ior of the covered stent. The deployment pressure re-
quired to inflate the covered stent was found to be pro-
portional to the thickness of the covering. Covered stent 
was found to have larger longitudinal shortening than a 
bare stent but it does not vary significantly with change 
in cover thickness. A thinner covering with low Young’s 
modulus is desirable because it has lower deployment 
pressure and elastic recoil. However, a thinner covering 
Figure 7. (a) Deployment pressure required to reach 1.57-mm-
diameter in the central area of the stent (P1.57 mm) for cases with 
different covering thickness t, different Young’s modulus of 
the covering E_cover; (b) P1.57 mm and P1.54 mm versus covering 
thickness.
Figure 8. (a) Longitudinal shortening at different deformation 
diameter for different covering thickness, (b) elastic recoil for 
different covering thickness.
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is more likely to rupture during expansion. Therefore, it 
is important to ensure that the covered microstent can 
be expanded to the desired diameter without rupturing 
the covering. This trade off needs to be further investi-
gated to improve the design of the covered microstent.
This work is important for custom design of covered 
microstents such as adding cutout holes to save perfo-
rating arteries. Further modeling will be performed on 
the design of covering patches, other types of covered 
microstent, and different covering materials.
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